What do I do when an IV becomes disconnected at the hub or T-Piece?

Try to not panic or pull out the IV

Flush IV cannula with 0.9% NaCl

- **No resistance**
  - Clean and re-tape
  - New T-Piece
  - New tubing

- **Resistance**
  - Remove PIV
  - Prepare for IV re-start